Updating of methods for prevention of HIV transmission during ophthalmological procedures.
The presence of HIV (human immunodeficiency virus) particles in the tear fluid, on the conjunctival surface or in the contact lenses of patients with chronic HIV infection has made it necessary to establish better for guide-lines for decontamination of instruments during ophthalmological procedures. The methods are now at the stage of evolution. The present paper describes the disinfection procedures used in the Helsinki University Eye Hospital and updates the present decontamination protocols.